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LOAD (KN)

CALIBRATION OF COMPRESSIVE MACHINE FOR REGIMANUEL

CONCRETE PRODUCTS.
16/01/2018 - 16/01/2019 .
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Calibrated by 246 engineering consult n



246 ENGINEERING CONSULT

P. 0. Box CT 10511 Cantoment, Accra
Cell #: 0264800030 / 0243618195
Emml 246engmeermgconsult@gmall com

N L L L R R TR RS T A, S

246 ING CONSULT

COMPANY: REGIMANUEL CONCRETE PRODUCTS
MODEL: T-SCALE
Sno. 0208039018
CAPACITY: 60 KG d=5g
Scale Calibration
Standard Load Average Balance Readings
(Kg) (Kg)
10 9.99
15 14.99
20 19.99
30 29.99
40 39.99
45 45.00
50 50.00

WEIGHING SCALE CALIBRATION
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246 ENGINEERING CONSULT
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Architectural/ Laboratory equipment Supply/ Engineering Designs/Geotechnical investigatio n/ e
Construction /Calibration of Laboratory equipment & Construction Consultancy



246 ENGINEERING CONSULT

P. 0. Box CT 10511 Cantoment, Accra
Cell #: 0264800030 / 0243618195
Email: 246engineeringconsult@gmail.com
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246 ING CONSULT

COMPANY: REGIMANUEL CONCRETE PRODUCTS
MODEL: MATEST (V075-13)

Sno. V075-13/AD/0050
CAPACITY: 30 KG
Scale Calibration
Standard Load Average Balance Readings
(Kg) (Kg)
1 1.00
= 5.00
10 10.0
15 15.0
20 20.0
25 25.0
30 30.0

WEIGHING SCALE CALIBRATION
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Architectural/ Laboratory equipment Supply/ Engineering Designs/Geotechnical investigation/ General
Construction /Calibration of Laboratory equipment & Construction Consultancy



